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This work proposes the use of surface-based registration to automati-
cally select a particular vertebra of interest during surgery. Manual
selection of the correct vertebra can be a challenging task, especially
for closed-back, minimally invasive procedures. Our method uses shape
variations that exist among lumbar vertebrae to automatically determine
the portion of the spinal column surface that correctly matches a set
of physical vertebral points. In our experiments, we register vertebral
points representing posterior elements of a single vertebra in physical
space to spinal column surfaces extracted from computed tomography
images of multiple vertebrae. After registering the set of physical points
to each vertebral surface that is a potential match, we then compute
the standard deviation of the surface error for each registration trial.
The registration that corresponds to the lowest standard deviation desig-
nates the correct match. We have performed our current experiments
on two plastic spine phantoms and two patients. q 2001 Academic Press
1. INTRODUCTIONImproving the feasibility of image-guided back surgery by
performing a real-time registration of vertebrae in different
image modalities or in image and physical space is an active
research area. Several clinical studies have been done to
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74show that the technique is a valid approach for the insertion
of pedicle screws [1, 3, 4, 7, 19, 21]. Image-guided surgical
techniques have also been used successfully to perform lum-
bar discectomies [15, 18] and spinal biopsies [8, 22].
An important premise of these clinical studies is that the
physical points must be collected from the correct vertebra,
that is, from the vertebra that is involved in the surgical
procedure. This intraoperative identification of the correct
vertebra can be difficult, especially for minimally invasive
procedures. It requires the surgeon to count vertebrae by
feeling spinous processes through the skin, a procedure that
is complicated by the presence of fatty tissues. Because this
manual identification process introduces the possibility of
error, it would be helpful to have a registration algorithm
that could automatically locate the vertebra of interest. A
potential method of automatic identification is to register
vertebral surface points acquired intraoperatively to multiple
vertebrae within the surface of a spinal column generated
from CT scans acquired preoperatively. Because each verte-
bra has a slightly different shape, measures related to the
quality of the registration process should indicate the verte-
bral surface in the image volume to which the physical point
set corresponds.
In addition to the clinical studies that have been done in
the area of image-guided vertebral surgery, several technical
studies have been performed to investigate various methods
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of vertebral segmentation and registration. In particular, La-
valle´e and colleagues have done a substantial amount of
work in this area. Their studies show that submillimetric
registration accuracy can be achieved between points ob-
tained intraoperatively and surfaces extracted preoperatively
from CT images. In these studies, intraoperative points are
obtained using a variety of methods, including an optically
tracked ultrasound probe, a three-dimensional (3-D) pointer,
and projection X-ray images. Preoperative surfaces are gen-
erated from CT images using modified snake and spline
techniques [13]. Points are registered to surfaces by minimiz-
ing the energy required to make projection lines from 2-D
contours tangent to the 3-D surface when using X-ray images
and by applying more traditional surface-based techniques
when using 3-D methods of point collection [10, 11]. Results
reported so far using automatic or semiautomatic surface
generation techniques have been achieved primarily on sin-
gle isolated vertebrae [12].
Our research demonstrates that surface-based registration
methods can be used not only to register points from a single
vertebra to a surface that contains multiple vertebrae, but
also to identify which vertebral surface in a CT image vol-
ume best corresponds to the physical point set. To perform
the surface-based registration, we use a method based upon
the iterative closest point algorithm developed by Besl and
McKay [2]. To segment the vertebral surface, we use an
improved version of the fully automatic marching cubes
algorithm proposed by Lorensen and Cline [14]. The modi-
fied marching cubes algorithm automatically computes a
triangle set representing the closest approximation to an
isosurface that is characterized by a specific intensity value.
Of course, this segmentation method results in the inclusion
of overlapping parts of neighboring vertebrae in addition to
the vertebra of interest, but the extraneous surface informa-
tion does not appear to be a problem for the surface-based
registration process we use.
2. METHODS
2.1. Image AcquisitionWe have performed our experiments on two plastic phan-
toms of the spine and two sets of patient data. The first
phantom, which we have designated Phantom I, is a life-
size model of the entire spinal column. The second phantom,
designated Phantom II, is a life-size model of the lumbar
portion of the spinal column. Both phantoms are molded out
of vinyl ester plastic and are manufactured by the Carolina75
Biological Supply Company in Burlington, North Carolina.
The first patient scan, designated Patient I, is a scan of the
entire lumbar portion of the spinal column with no known
pathologies. The second patient scan, designated Patient II,
is a scan of the L1 through L4 portion of a spinal column
damaged by osteoporosis.
CT scans of the two phantoms were obtained using a
Philips Tomoscan AV scanner. Three scans with slice thick-
nesses of 2, 3, and 5 mm were taken for each phantom. For
both phantoms, the first image volume contains 70 slices
with a slice thickness of 2 mm; the second contains 47 slices
with a slice thickness of 3 mm; and the third contains 29
slices with a slice thickness of 5 mm. For each image set,
every slice has 512 3 512 voxels with voxel dimensions in
millimeters of 0.625 3 0.625 3 the slice thickness. Phantom
I was placed in the scanner to ensure that complete images
of vertebrae L1 and L2 were obtained, and Phantom II was
placed in the scanner to ensure that complete images of
vertebrae L3, L4, and L5 were obtained.
A CT scan of all five lumbar vertebrae was obtained for
Patient I using the Philips scanner. The patient image volume
contains 37 slices with a slice thickness of 5 mm. Every
slice has 512 3 512 voxels with voxel dimensions in milli-
meters of 0.586 3 0.586 3 5. A CT scan of L1 through L4
was obtained for Patient II using the Philips scanner. The
Patient II image volume contains 32 slices with a slice
thickness of 3 mm. Every slice has 512 3 512 voxels with
voxel dimensions in millimeters of 0.605 3 0.605 3 3.
All CT image volumes used in this study were acquired
as stacks of image slices with no interslice gap or slice
overlap. The gantry tilt angle during image acquisition
was zero.
2.2. Triangulated Surface Extraction
A triangle set representation of the surface of the spinal
column was automatically extracted from each CT scan us-
ing an independently implemented version of the classic
marching cubes method developed by Lorensen and Cline
[14]. The number of triangles in the resulting mesh was
reduced using the decimation algorithm from the commer-
cially available Visualization Toolkit (VTK) [20].The only parameter required by the marching cubes algo-
rithm is an intensity value. This algorithm is well suited to
the extraction of bone surfaces in CT images, since the
intensity level of bone is generally an order of magnitude
greater than the intensity levels of all other materials and
thus provides a near-ideal isosurface. Hounsfield numbers
of the plastic phantoms range from approximately 600 to
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approximately 800, with Phantom II having a slightly higher
Hounsfield number than Phantom I. The Hounsfield number
of the air surrounding the phantom is 21024. There is an
offset of 1024 introduced into the intensity values due to
the method used to transfer the scans from the CT machine,
resulting in average intensity values of about 1600 to 1800
for the plastic and 0 for the surrounding air. Thus, isosurfaces
were created for the phantom scans at the intermediate inten-
sity values of 800 for Phantom I and 900 for Phantom II.
For the two patient scans, the offset of 1024 was not
introduced during image transfer. Intensity values are ap-
proximately 600 and 0 for vertebral bone and surrounding
tissue, respectively, and the isosurface for Patient I was
created at an intermediate intensity value of 175. Because
of the lower bone density due to osteoporosis in Patient II,
the isosurface for this second patient CT scan was created
at an intermediate intensity value of 100.
2.3. Surface Point Identification
For the two phantoms, physical space coordinates of ap-
proximately 900 surface points were acquired for each verte-
bra using a three-dimensional spatial localizer (3DSL) con-
sisting of a probe and an Optotrak 3020 system (Northern
Digital, Ontario, Canada). These points were collected by
sweeping the 3DSL over the vertebral surface rather than
by individually touching each point. With this method, hun-
dreds of points can be acquired in a matter of seconds. For
the patients, simulation points representing physical space
were drawn manually on the CT image sets. The processes of
physical point collection and simulation point identification
were performed by an engineering graduate student with
advice from a general surgeon. To use this method in a
clinical setting, we propose to extract physical points from
ultrasound scans taken in the operating room. We are cur-
rently investigating the feasibility of this strategy.
For each phantom and patient vertebra, the collected sur-
face points cover the entire posterior area from the tips of
the transverse processes, across the superior and inferior
articular facets, through the central laminar regions, and to
the sides and tip of the spinous process. In addition to using
the entire set of 900 points to perform surface-based registra-
tion in our experiments, we also use a subset of approxi-
mately 300 points covering only the central laminar regions
and the tip of the spinous process. In previous work, we
have shown that this particular subset of points (designated
point set CE) provides sufficient information for accurate
surface-based registration [5, 6]. Point set CE is also of
clinical interest, since the central laminar regions and theHERRING AND DAWANT
tip of the spinous process tend to be more easily accessible
than other regions of the vertebral surface. Because point
set CE performs well in the task of surface-based registration
for individual vertebrae, our current investigation of auto-
matic vertebral identification compares the results of using
point set CE with the results of using the entire set of 900
points (designated point set Total).
2.4. Registration
We perform surface-based registration of physical points
from each lumbar vertebra to the spinal column surfaces
extracted from the CT scans of Phantom I, Phantom II, and
the two patient scans. That is, we attempt to register physical
points collected from vertebra L1 to surfaces corresponding
to all five lumbar vertebrae, and we repeat the process for
L2 through L5. (Since the Patient II scan contains only
vertebrae L1 through L4, its analysis includes only those
four lumbar vertebrae.) The extracted spinal column surfaces
contain multiple vertebrae, so our registration trials address
the question of whether the vertebral surface that correctly
matches our physical (or simulation) point set can be selected
out of several choices.
To perform our registration trials, we use an independent
implementation [16] the iterative closest point registration
algorithm of Besl and McKay [2]. The method is a two-step
process. First, the closest point on one surface is computed
for each point in a set of points representing the other surface.
(In this study, the first surface is a triangle set representation
of the bone surface in the CT image, and the point set
representation of the second surface is a set of physical-
space surface points or simulation points representing physi-
cal space.) Second, a transformation is determined by regis-
tering these two point sets. This process is iterated until
some stopping criterion is satisfied. The method converges
to a local minimum of the cost function, which is the root-
mean-square distance between the corresponding points at
the last iteration. Because the physical-space surface points
we record are the positions of the center of the ballpoint tip
of the 3DSL, the recorded surface points are displaced from
the actual surface by the radius of the tip. We use the method
described by Maurer and colleagues to correct for this dis-
placement [17].
Because of the possibility of convergence to a local mini-
mum that is not the correct solution, the algorithm works
best when it is initialized with rotations and translations that
are close to the exact solution. In this work, the initial
registration for correctly matched vertebral points and sur-
faces is computed by aligning the principal axes of the
distinguishing between correct and incorrect pairs of verte-
bral points and surfaces.AUTOMATIC VERTEBRAL IDENTIFICATION
physical surface points and the CT image surface. The initial
registration for mismatched points and surfaces is computed
by translating the correctly matched initial position along
the spinal column. We use a translation of approximately 6
30 mm per vertebra through which the correct position is
displaced. This method of finding different initial positions
along the spinal column should translate directly into clinical
work: The principal axes transformation can be used to find
the initial position of the vertebra of interest, and that position
can then be translated up and down the spinal column to
test whether the chosen vertebra is actually the correct one.
2.5. Error Computation
In this paper, we report our results in terms of surface
error, which is computed as the RMS distance of the regis-
tered point set from the surface. It is important to distinguish
surface error from registration error, since we have found that
surface error is generally not a good predictor of registration
error. However, our method of assessing registration error
requires the comparison of surface-based registration results
with a gold standard, and we use point-based registration
FIG. 1. (a) Surface of spinal column extracted from 2-mm CT scan o
of L3, L4, and L5. (b) Surface of spinal column extracted from the 5-mm
five lumbar vertebrae, and part of the sacrum.77
we find that it is useful for our purposes of automaticallyIn addition to investigating RMS surface error, we also
explore the standard deviation of RMS surface error. That
is, we compute the standard deviation of the set of numbers
obtained by measuring individual distances from each physi-
cal point to the corresponding closest point on the surface.
3. RESULTS
3.1. Triangulated Surfaces
Figure 1 shows triangulated surfaces extracted from the
2-mm CT scan of Phantom II and from the 5-mm CT scan
of Patient I. From top to bottom, Fig. 1a shows part of L2
on Phantom II, vertebrae L3, L4, and L5 (which can be
identified by the fiducial markers in the right central laminar
regions), and part of the sacrum. From top to bottom, Fig.
1b shows part of a thoracic vertebra on the patient, the
five lumbar vertebrae, and part of the sacrum. Each imageresults obtained using fiducial markers as our gold standard.
Since this work investigates mismatched vertebral registra- contains some extraneous information, but the posterior ele-
ments of the vertebrae are clearly delineated in all cases.tions, there is no associated gold standard; thus, we have
chosen the less accurate measure of RMS surface error to Similar surfaces exist for the 3- and 5-mm phantom scans
and for Phantom I and Patient II.assess our results. While this measure of error is less mean-
ingful in the overall sense of assessing registration accuracy, In Fig. 1, note that the posterior point sets which we havef Phantom II. The surface contains parts of L2 and the sacrum and all
patient CT scan. The surface contains part of a thoracic vertebra, all
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chosen to use in our registration trials have similar shapes,
especially for neighboring vertebrae and especially for point
set CE. Also, note that the markers visible in Fig. 1a are
not used in this particular experiment; they are related to
other registration trials which we have conducted.
3.2. Phantom Registration Trials
Figure 2 shows the RMS surface errors obtained by regis-
tering point set CE to the surfaces extracted from the 2-mm
phantom CT scans. (Recall that L1 and L2 are extracted
from the scan of Phantom I, and L3, L4, and L5 are extracted
from the scan of Phantom II.) Each bar represents the result
of registering the physical point set designated by the legend
to the vertebral surface shown along the x axis. As noted
under Methods, the surface points are displaced from the
actual surface by the radius of the ballpoint tip of the 3DSL,
which is 0.5 mm. Our program to compute surface distance
does not correct for this displacement, so the RMS surface
error should be 0.5 mm in Fig. 2 for a “perfect” fit.
Without exception, Fig. 2 shows that the correctly matched
points and surfaces yield the lowest RMS surface errors.
However, it is interesting to note that the RMS surface errors
for mismatched vertebrae are also consistently low, even
when the two vertebrae being matched have quite different
shapes, as is the case for L1 and L5 in this particular experi-
ment. In fact, certain incorrect matches provide surface er-
FIG. 2. RMS surface errors for physical points sets shown in the lege
are set CE. Surfaces for L1 and L2 are portions of the surface extracted f
portions of the surface extracted from the 2-mm Phantom II CT scan.HERRING AND DAWANT
The fact that RMS surface errors are relatively low for
mismatched points and surfaces suggests that this error may
not be the best indicator of a vertebral mismatch. This obser-
vation led us to examine the standard deviation of surface
error as a possible indicator. Figure 3a shows the standard
deviation for each registration trial shown in Fig. 2. As
before, each bar represents the registration result obtained
for the physical point set designated by the legend and the
vertebral surface shown along the x axis. Again, the correctly
matched points and surfaces yield the lowest standard devia-
tions in all cases. However, the spread is greater in this chart,
suggesting that the standard deviation is a better predictor of
a correct match than the RMS surface error.
Because standard deviation of surface error provides
greater differentiation between correct and incorrect
matches, we will present results in terms of standard devia-
tion for the remainder of this paper. Subsequent results show
the effect of increasing slice thickness and the effect of using
point set Total rather than point set CE. (Recall that point
set Total covers the entire posterior vertebral surface and
point set CE covers the central laminar regions and the tip
of the spinous process.)
Figures 3b and 3c show standard deviations obtained by
registering point set CE to surfaces extracted from the 3- and
5-mm phantom CT scans, respectively. In Fig. 3b, correctly
matched points and surfaces yield the lowest standard devia-
tions in all cases. In Fig. 3c, correctly matched points andrors that are not dramatically higher than the errors generated
surfaces yield the lowest standard deviations for vertebraeby correct matches. For example, consider the results of
L1, L2, L3, and L5. However, the incorrect match of L5registering points from L1, L2, and L3 to the surface of L2.
points to the L4 surface provides the lowest standard devia-The L2-to-L2 match has the lowest RMS surface error at
tion for L4. Figure 4c shows that this problem can be solved0.56 mm, but both the L1-to-L2 and L3-to-L2 mismatches
by using point set Total, a finding that will be explainedhave surface errors of 0.86 mm, which is also a relatively
low value. under Discussion.nd registered to vertebral surfaces shown along the x axis. All point sets
rom the 2-mm Phantom I CT scan, and surfaces for L3, L4, and L5 are
s sh
surfa
tracFIG. 3. Standard deviations of surface errors for physical point set
All points set are set CE. Surfaces for L1 and L2 are portions of the
CT scan, and surfaces for L3, L4, and L5 are portions of the surface ex
Figures 4a, b, and c show standard deviations obtained
by registering point set Total to surfaces extracted from the
2-, 3-, and 5-mm phantom CT scans, respectively. In these
figures, correctly matched points and surfaces yield the low-
est standard deviations in all cases. A comparison of Fig.
4 with Fig. 3 shows that point set Total provides greater
differentiation between correct and incorrect matches than
point set CE. However, note that results for all point sets
are quite close for L4 in Fig. 4c, which corresponds to the
incorrectly predicted match for point set CE registered to
the 5-mm data set in Fig. 3c. Again, these observations will
be explained under Discussion.own in the legend registered to vertebral surfaces shown along x axis.
ce extracted from the (a) 2-mm, (b) 3-mm, and (c) 5-mm Phantom I
ted from the (a) 2-mm, (b) 3-mm, and (c) 5-mm Phantom II CT scan.
3.3. Patient Registration Trials
Figure 5 shows standard deviations obtained by register-
ing point sets CE and Total to surfaces extracted from the
5-mm CT scan of Patient I. For point set CE, shown in Fig.
5a, correctly matched points and surfaces yield the lowestAUTOMATIC VERTEBRAL IDENTIFICATION 79standard deviations for vertebrae L1, L2, L3, and L5. How-
ever, the incorrect match of L3 points to the L4 surface
provides the lowest standard deviation for L4. Also, results
for all point sets are quite close for L4 and L5, which leads
to poor certainty even for the correctly matched L5. These
results correspond to the results for the 5-mm phantom trials
and will be explained under Discussion. For point set Total,
ets
ns
e sFIG. 4. Standard deviations of surface errors for physical point s
x axis. All point sets are set Total. Surfaces for L1 and L2 are portio
Phantom I CT scan, and surfaces for L3, L4, and L5 are portions of th
II CT scan.
shown in Fig. 5b, correctly matched points and surfaces
yield the lowest standard deviations in all cases.
Figure 6 shows standard deviations obtained by register-
ing point sets CE and Total to surfaces extracted from the80 HERRING AND DAWANT3-mm CT scan of Patient II. In both cases, correctly matched
points and surfaces yield the lowest standard deviations for
all four vertebrae. However, differentiation between correct
and incorrect matches is greater when point set Total is used,
an observation that supports trends noted for other data sets.
Recall that vertebra L5 is not included in the results, since
the original CT scan for Patient II does not contain L5 (as
noted under Methods).shown in the legend registered to vertebral surfaces shown along the
of the surface extracted from the (a) 2-mm, (b) 3-mm, and (c) 5-mm
urface extracted from the (a) 2-mm, (b) 3-mm, and (c) 5-mm Phantom
4. DISCUSSION
It is not surprising that the correct match yields the lowest
RMS surface error in Fig. 2, but it is perhaps rather unex-
pected to find such small surface errors for mismatched
vertebrae. This finding is due to fact that the registration
algorithm is designed to minimize distance between the point
set and the surface, the very distance which also serves as
our definition of surface error. Because the behavior of the
registration algorithm is controlled by point-to-surface dis-
tance, this distance is not a good assessment of registration
AUTOMATIC VERTEBRAL IDENTIFICATION 81
FIG. 5. Standard deviations of the surface errors for simulation point sets shown in the legend registered to vertebral surfaces shown along
the x axis. All point sets are (a) set CE and (b) set Total, and all surfaces are portions of the surface extended from the 5-mm CT scan of Patient I.FIG. 6. Standard deviations of surface errors for simulation point sets shown in the legend registered to vertebral surfaces shown along the
x axis. All point sets are (a) set CE and (b) set Total, and all surfaces are portions of the surface extracted from the 3-mm CT scan of Patient II.
os a
FIG. 7. Visual results of registering all five point sets to the surface
L5 are shown on a single slice of the 2-mm CT image set of L2. Point
accuracy—as already noted under Methods. Figures 7 and
8 illustrate this fact by showing the results of registering all
five point sets (L1 through L5, from left to right) to the
surface of vertebra L2. Figure 7 shows results for a single
slice of the Phantom I CT image set with 2-mm slice spacing,
and points are projected onto the closest 2-mm plane for
plotting. Figure 8 shows results for a single slice of the
Patient I CT image set, and points are projected onto the
closest 5-mm plane for plotting.FIG. 8. Visual results of registering all five point sets to the surface of
L1 and L2 are shown on a single slice of the CT image set of L2. From
on the same slice of the CT image set of L2. Points are projected onto thef vertebra L2 on Phantom I. From left to right, points from L1 through
re projected onto the closest 2-mm plane for plotting.
L3 are incorrectly registered to the inner surface of the spinal
canal, rather than to the posterior vertebral surface. This
misregistration and its resulting small RMS surface error
provide an excellent example of the difficulty of determining
registration accuracy by looking solely at surface error.
Points for L4 and L5 are quite seriously misregistered, due
to the increasingly different shapes of the vertebrae. Com-
pared to L2, vertebrae L4 and L5 both have longer spinous
processes and broader laminar regions. The larger RMS82 HERRING AND DAWANTsurface errors reported in Fig. 2 for L4 and L5 reflect thisIn Fig. 7, note that the registered points for L1, L2, and
L3 do indeed lie close to the surface of L2, as the numbers higher degree of misregistration, but they are still rather low
due to the fact that many points are close to some surface.in Fig. 2 indicate. However, points representing L1 show
that its spinous process is slightly narrower and shorter than For example, points are registered to the inner surface of
the spinal canal (as noted previously for the L3-to-L2 misreg-the spinous process of L2, resulting in a registration that
places certain regions of the point set slightly inside the istration), the articular facets of the neighboring vertebra,
and even the small nerves to the left and right of the vertebralsurface. Also, points in the right central laminar region ofvertebra L2 on Patient I. From left to right on the top row, points from
left to right on the bottom row, points from L3 through L5 are shown
closest 5-mm plane for plotting.
For the examples shown in Figs. 7 and 8, taking this addi-
slice spacings of 2 or 3 mm. The method also works forAUTOMATIC VERTEBRAL IDENTIFICATION
body. Similar statements can be made regarding the patient
data in Fig. 8, although some points are slightly harder to
see. The L1-to-L2 mismatch looks particularly good in this
figure, but a careful examination of the shape of the spinous
process tip for L2 will show that the L2-to-L2 match is
indeed the correct one.
Figures 7 and 8 also help to explain our finding that
standard deviation of surface error is a better predictor of a
correct match than RMS surface error itself. Visual examina-
tion of the misregistered cases in these figures shows that
the entire set of points is, on average, close to some surface.
However, the point-to-surface distance is much less consis-
tent for individual points, resulting in a larger standard devia-
tion. For the correctly registered case, the excellent match
between the shape of the point set and the shape of the
surface results in a much more consistent distance between
the points and the surface, or in other words, a smaller
standard deviation.
An additional point of discussion is required to explain
our finding in Figs. 3c and 5a that the method fails for
vertebra L4 when the combination of point set CE and a
surface extracted from a 5-mm CT scan is used. This failure
is caused by the fact that there is not enough shape informa-
tion present to distinguish between correct and incorrect
matches. Additional shape information can be obtained ei-
ther by increasing information in the point set (by using
point set Total, for example) or by increasing information
in the surface (by using a surface extracted from a CT
scan with smaller slice spacing). The preferred method of
increasing shape information is to use a surface extracted
from a CT scan with smaller slice spacing, to allow for
increased spatial resolution in the direction of slice thickness.
A comparison of Fig. 3c with Figs. 3b and 4c supports this
preference. These figures correct the error in Fig. 3c by
making use of increased information in the extracted surface
(in Fig. 3b) and increased information in the point set (in
Fig. 4c). However, the correction is more dramatic with the
additional surface information in Fig. 3b, which allows the
correct match to be selected with greater certainty. In Fig.
4c, increased shape information in the point set can barely
compensate for the lack of accurate shape information in
the surface, which suggests that more detailed surface infor-
mation is needed.
For the patient studies, a comparison of Figs. 5a and 6a
shows that the correction caused by using an image set with
a smaller slice spacing is not as pronounced as it is for the
phantom studies. However, this comparison must be made
with caution, as the two image sets reflect different patients.
In other aspects of our work, we have noted that the patient
with osteoporosis presents some unique challenges for our83
surface-based registration method because the lower bone
density makes it more difficult to automatically extract a
viable isosurface from the CT image set. Thus, gains ob-
tained by the smaller slice spacing are partially offset by
the difficulty in distinguishing an accurate isosurface of the
spinal column.
It may be possible to improve the robustness of our identi-
fication process by taking certain additional information into
account. As noted previously, mismatched pairs of vertebral
points and surfaces frequently involve points being incor-
rectly registered to the inner surface of the spinal canal or
to nerves that are some distance from the vertebra of interest.
It would be relatively easy to declare certain registration
results out of bounds by making an a priori determination
of regions in the scan that do not contain posterior surfaces.tional information into account would allow elimination of
L3, L4, and L5 as possible matches for L2 on the phantom
and elimination of L3 and L5 as possible matches for L2
on the patient. Another possibility is to use a different surface
extraction method, particularly in difficult cases such as the
osteoporotic Patient II.
5. CONCLUSION
Our experiments show that the standard deviation of RMS
surface error can be used to select the correct match between
a set of vertebral surface points collected in physical space
and a surface of the spinal column extracted from a CT scan
of multiple vertebrae. The method has been tested on two
patients: one with no known spinal column abnormalities
and one with a pronounced case of osteoporosis. The method
works for phantom and patient data using point set CE or
Total registered to surfaces extracted from CT scans withphantom and patient data using point set Total registered to
surfaces extracted from CT scans with slice spacings of 5
mm. These findings suggest that sufficient shape information
in either the extracted surface or the point set contributes
to the success of this technique for intraoperative automatic
vertebral identification.ACKNOWLEDGMENTS
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